Percutaneous balloon valvuloplasty for mitral stenosis complicated by fatal pericardial tamponade in a patient with extreme pulmonary hypertension.
A case of left ventricular perforation by straight-tipped balloon catheter during double-balloon mitral valvuloplasty with fatal outcome is presented. Technical considerations to prevent this complication are discussed.